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CERTIFICATE OF ANALYSIS

" CANNON® CERTIFIED VISCOSITY/DENSITY TESTING SERVICE

Sample ID: GRACE 20CP Lot Number: 0008714433 Certification/issue Date: 09/27/2016
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20.00 68.00 22.60 21.54 0.9533
25.00 77.00 20.55 19.50 0.9488
30.00 86.00 18.74 17.69 0.9443
35.00 95.00 17.16 16.13 0.9398
40.00 104.00 15.76 14.74 0.9353

Customer Submitted Sample
Tested and certified in the U.S.A.

This Certificate of Analysis shall not be reproduced, except in full, without the written approval of CANNON Instrument Company.

GENERAL INFORMATION

Sample Condition: The sample was received at CANNON Instrument Company in good condition, unless otherwise noted or
communicated to the customer. i

Specific Testing Conducted: The received sample was tested as specified in the customer agreement with CANNON
Instrument Company. :

Ssampling Plan and Procedures: Aliquots for testing were taken from the received sample in accordance with the test
procedures. The requested test procedures were followed with no additions, exclusions, or deviations.

Validity of Test Results: The sample was tested as received and the results were valid at the time of testing. CANNON
Instrument Company makes no guarantee as to the period of validity of the data for the tested sample, since the material's
stability and shelf life is unknown. The test results relate only to the provided sample and there is no representation that it
applies to similar materials or the remainder of the batch from which it was taken.
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